Message 


From; 

Sent: 

To: 

Subject: 

Attachments: 


KaneOl, Peter (DPH) [/0=C0MM0NWEALTH OF MASSACHUSETTS/OU=MASSMAIL- 
01/CN=RECIPIENTS/CN=PETER.KANE01] 

6/16/2011 6:08:35 PM 

Hanchett, James (DPH) [/0=C0MM0NWEALTH OF MASSACHUSETTS/OU=MassMail- 
01/cn=Recipients/cn=James.Hanchett] 

RE: Environmental to Enhanced Version 
Enhanced.doc 


Jim, 

i attached some screen shots of how to change to the Enhanced mode. Shut down Chemstation and try this. If you have 
a problem just call me Monday. 

Pete 


From: Hanchett, James (DPH) 

Sent: Thursday, June 16, 2011 7:54 AM 
To: KaneOl, Peter (DPH) 

Subject: Environmental to Enhanced Version 

Hi Peter, 

GC/MS tuned OK this morning no leaks. When you contact Agilent about PDF files on 7890 GC, could you ask how 
to change Chemstation Software with out reloading? You use the Environmental software we normally use the 
Enhanced. I can not figure out how to change from Environmental to Enhanced. 


Jim Hanchett 
Amherst Drug Lab 
RoomN251 Morrill I 
637 North Pleasant Street 
Amherst, MA 01003 
Phone 413-545-2607 
Fa x 413-545-2608 
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